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Ramsey Electronics Model No. SM-1 


Need a sinad meter that’s dependable, easy to use and 
priced right? This hard working, reliable sinad test 
meter has the latest in digital technology, so it won't 
drift. Just connect it to a speaker or other audio point 
and you're done. 


e Make reliable sensitivity checks on pagers, radios and other 
receivers - the first time, every time. 


e Superior quartz crystal timing ensures accuracy. No more 
critical tuned filters that drift. 


e Automatic Gain Control circuitry with over a 50dB range 
ensures precise operation. 


e Exclusive “Level OK” LED lets you know when your reading is 
right or not. Why guess? 


e Just connect it to a speaker or audio point and you’re done. 


e Rugged and handsome metal case assures good looks and 
reliable service for years to come. 


e So easy to use, you won't believe it! 


e Detailed instructions tell you everything that you need to know 


RAMSEY 


RAMSEY TRANSMITTER KITS 
e FM-10 FM Stereo Transmitter 
e FM-1,2,3,4 FM Wireless Microphones 
e PB-1 Telephone Transmitter 


RAMSEY RECEIVER KITS 
e FR-1 FM Broadcast 


Receiver o 
e AR-1 Aircraft Band Q 


Receiver 

e SR-1 Shortwave Receiver 
e AA-7 Active Antenna 

e SC-1 Shortwave Converter 


RAMSEY HOBBY KITS 
e SG-7 Personal Speed Radar 
e SS-7 Speech Scrambler 
e MM-5 Music Machine 
e SP-1 Speakerphone 
e MD-3 Microwave Motion Detector 
e PH-10 Peak hold Meter 
e LC-1 Inductance-Capacitance Meter 


RAMSEY AMATEUR RADIO KITS 
e FX Series VHF and UHF Transceivers 
e HR Series HF All Mode Receivers 
e QRP Series HF CW Transmitters 
e CW-700 Micro Memory CW Keyer 
e PA Series VHF and UHF Power Amplifiers 
e Packet Computer Interfaces 
e QRP Power Amplifiers 


RAMSEY MINI-KITS 

Many other kits are available for hobby, school, Scouts and just plain FUN. 
New kits are always under development. Write or call for our free Ramsey 
catalog. 


SM-1 Automatic Sinad Test Set 
Ramsey Electronics publication No. MSM-1 Revision 1.1 
First printing: May 1994 


COPYRIGHT 1994 by Ramsey Electronics, Inc. 793 Canning Parkway, Victor, New York 
14564. All rights reserved. No portion of this publication may be copied or duplicated without the 
written permission of Ramsey Electronics, Inc. Printed in the United States of America. 


SM-1e 2 


Ramsey Publication No. MSM-1 
Price $5.00 


INSTRUCTION MANUAL FOR 


AUTOMATIC SINAD 


TEST SET 


TABLE OF CONTENTS 


Introduction to the SM-1...... 4 


Circuit description................ .5 
Setup eni aan 5 
A typical setup ..................... 7 
Schematic diagram.............. 8 
Parts layout diagram ........... 9 
Ramsey Warranty................ 11 


R AM EY RAMSEY ELECTRONICS, INC. 
793 Canning Parkway 
Victor, New York 14564 
Phone (716) 924-4560 


Fax (716) 924-4555 


SM-1e3 


Welcome to the SM-1 Automatic Sinad Test Set. We feel that you have 
purchased a quality product that will be a pleasure to own. In order to 
properly operate and maintain your meter, please read the instructions 
carefully. 


Your sinad meter is a precise tool for measuring the calibration of FM 
receivers. Using the latest designs in digital circuitry, the SM-1 uses crystal 
controlled filters, automatic gain control circuitry with over a 50dB dynamic 
range and a high quality meter to ensure accurate readings. Also, our 
exclusive LEVEL OK LED tells you when the signal is locked and when it’s 
not. But the best part about it is it's ease of use. Just hook it up to a set of 
speaker connections or audio points and you're all set. It works with almost 
any receiver and signal generator with FM modulation. 


What is a sinad meter? 


If you’ve never heard of a sinad meter before, the first thing that you will 
probably say to yourself is “I don’t need it, let alone know what it is.” Well, if 
you do any type of radio repairs or service, chances are that you do. The 
good news is that the Ramsey SM-1 is really easy to use! 


A sinad meter is a tool used to tune up or measure the sensitivity of a 
receiver. To perform a sinad test, a 1 KHz sine wave modulated on an FM 
carrier is injected into the receiver using a signal generator. Ideally, the 
output waveform should be an identical 1 KHz sine wave. After all, your 
receiver is made to accurately demodulate any audio signal modulated on 
the carrier signal that it receives. And, if you were able to tune or notch out 
the 1 KHz tone, you would not hear any other signal. In real receivers, 
however, there is always a change in the received signal because of noise 
and the tuning of the receiver. One of the laws that made some guy named 
Fourier famous (not rich, probably!) is that every wave is made up of many 
sine waves at multiples of the original frequency. So a wave that comes out 
of your radio that is distorted or clipped will actually be made up of many sine 
waves at different frequencies. 


Here’s the beautiful thing in all of that wave theory. Our sinad meter notches 
out the original 1 KHz signal and measures the level of what is left. This 
means that what the meter sees is all of those extra sine waves. Why do we 
want to know if they are there? Well, remember, if the receiver was perfect, 
there wouldn’t be any extra waves at all. By seeing how much distortion and 
noise remains after passing through the receiver, you can now adjust the 
receiver so that there is as little noise as possible, thus optimizing its 
operation. Later, we'll go over how to measure this. 
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CIRCUIT DESCRIPTION 


Although it looks very simple outside, your sinad meter actually has quite a 
clever and complex circuit inside. There are five basic parts to the circuit. 
These are; the AGC, or Automatic Gain Control, a 1 KHz notch filter, a 
crystal clock circuit, a power supply section and the detector circuit. 


The AGC circuit is located to the upper left on the schematic, and spans all 
of the way to C8. It is the job of the AGC circuit to insure an even signal 
level going into the circuit. This helps smooth out the signal, and ensures 
that the signal level stays constant for an accurate reading. Next, the level 
adjusted audio signal is put into the notch filter circuit. The notch filter circuit 
is avery selective 1 KHz filter. It utilizes a Switched Capacitor Digital Filter 
(SCDF). This will completely blank out a 1 KHz sine wave so that any 
distortion or frequency error can be easily detected. 


The quartz crystal circuit is an extremely accurate timing circuit that feeds a 
100 KHz square wave into the notch filter circuit. The two flip-flops 
(74HC74) simply divide the signal by a factor of four to reduce the 400 KHz 
crystal frequency down to the 100 KHz needed. Using a crystal instead of a 
tuned capacitor circuit, the sinad meter is able to provide extremely accurate 
measurements that ensure peak receiver performance. 


The detector circuit is an active circuit that feeds the AF signal through the 
meter in one direction only, much like a diode bridge. It boasts an op-amp to 
counteract the voltage drop across the four diodes for fast, accurate 
measurements. Plus, it has an extremely accurate meter that is large 
enough to read easily. 


Finally, there is the power supply circuit. The power circuit simply reduces 
the incoming 9V to 5V. It also helps to smooth out any noise that may be 
present in the incoming DC power. 


Setup 


Setting up your SM-1 Sinad Meter should prove to be very simple. You 
should have a basic understanding, along with access to a signal generator 
capable of FM modulation, and the receiver to be tested. You must also be 
familiar with their setup and operation. 


# 1. Remove your SM-1 from it's packaging, inspecting it for any damage 
or defects. Be sure to inspect the power supply supplied with the unit 
also. If you find anything wrong, please refer to the warranty information 
in the rear of this booklet. 
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#2. Plug the power supply into both the rear of the unit and the wall. 
Your meter requires 12V AC or DC at 100mA with the positive 
connection in the center. 


You are now ready to take your first measurements. 


% 3. First set up the receiver to be tested and inject an FM wave 
modulated with a 1 KHz sine wave at 3 KHz deviation. The radio should 
be tuned to this frequency, and you should hear the tone coming from 
the speaker. Adjust the volume until there is between 10mV and 1V 
peak across the speaker wires. 


% 4. Next, using a piece of coaxial cable with a BNC connection at the 
meter end, connect one end to the meter, and the other end across the 
two wires leading to the speaker. Change volume until the LEVEL OK 
light is glowing brightly. You should now see the meter deflecting. The 
farther it is to the right, the greater distortion the signal contains. 


% 5. Making various adjustments inside of your receiver, you should try to 
make the meter read as low as possible. When you cannot get it to go 
any lower, your receiver is working at it’s optimum performance. We 
suggest that you pay particular attention to the frequency range of the 
receiver. An off frequency tone is very easily detected on the sinad 
meter, and may play a big role in helping you to tune it in properly. By 
reducing the output level of your signal generator, you can take an 
accurate measurement of the sensitivity and ability to reproduce a signal 
at certain levels. Generally, FM narrow band communications receivers 
are specified at their 12 dB sinad sensitivity - usually on the order of .25 - 
50 UV. 
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A typical setup 


In the above diagram, the sinad meter is setup to take a typical 
measurement. To do this, there must be two connections. One is froma 
signal generator or service monitor, and the other is from the receiver's 
speaker output to the sinad meter. 


# 1. The signal generator or service monitor must produce a 1 KHz sine 
wave with a 3 KHz, deviation modulated on a carrier at the receiver's 
frequency. To test the sinad levels at different levels of input, simply 
change the output on the signal generator. 


% 2. The Ramsey SM-1 is equipped with an automatic gain control. 
Therefore, there are no touchy setup steps. When inputting a signal, 
you are getting an accurate reading when the LEVEL OK light is on. 
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SM-1 Schematic Diagram 
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SM-1 Parts Layout Diagram 


SM-189 


NOTES 
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The Ramsey Kit Warranty 


Please read carefully BEFORE calling or writing in about your kit. Most problems can be 
solved without contacting the factory. 


Notice that this is not a “fine print" warranty. We want you to understand your rights and ours to! All Ramsey 
kits will work if assembled properly. The very fact that your kit includes this new manual is your assurance that 
a team of knowledgeable people have field-tested several "copies" of this kit straight from the Ramsey 
Inventory. If you need help, please read through your manual carefully, all information required to properly 
build and test your kit is contained within the pages! 


1. DEFECTIVE PARTS: It's always easy to blame a part for a problem in your kit, Before you conclude that a 
part may be bad, thoroughly check your work. Today's semiconductors and passive components have 
reached incredibly high reliability levels, and its sad to say that our human construction skills have not! But on 
rare occasion a sour component can slip through. All our kit parts carry the Ramsey Electronics Warranty that 
they are free from defects for a full ninety (90) days from the date of purchase. Defective parts will be 
replaced promptly at our expense. If you suspect any part to be defective, please mail it to our factory for 
testing and replacement. Please send only the defective part(s), not the entire kit. The part(s) MUST be 
returned to us in suitable condition for testing. Please be aware that testing can usually determine if the part 
was truly defective or damaged by assembly or usage. Don't be afraid of telling us that you 'blew-it', we're all 
human and in most cases, replacement parts are very reasonably priced. 


2. MISSING PARTS: Before assuming a part value is incorrect, check the parts listing carefully to see if itis a 
critical value such as a specific coil or IC, or whether a RANGE of values is suitable (such as "100 to 500 uF"). 
Often times, common sense will solve a mysterious missing part problem. If you're missing five 10K ohm 
resistors and received five extra 1K resistors, you can pretty much be assured that the '1K ohm' resistors are 
actually the 'missing' 10 K parts ("Hum-m-m, | guess the 'red' band really does look orange!") Ramsey 
Electronics project kits are packed with pride in the USA. If you believe we packed an incorrect part or omitted 
a part clearly indicated in your assembly manual as supplied with the basic kit by Ramsey, please write or call 
us with information on the part you need and proof of kit purchase 


3. FACTORY REPAIR OF ASSEMBLED KITS: 

To qualify for Ramsey Electronics factory repair, kits MUST: 

1. NOT be assembled with acid core solder or flux. 

2. NOT be modified in any manner. 

3. BE returned in fully-assembled form, not partially assembled. 

4. BE accompanied by the proper repair fee. No repair will be undertaken until we have received the 
MINIMUM repair fee (1/2 hour labor) of $18.00, or authorization to charge it to your credit card 
account. 

5. INCLUDE a description of the problem and legible return address. DO NOT send a separate letter; include 
all correspondence with the unit. Please do not include your own hardware such as non-Ramsey 
cabinets, knobs, cables, external battery packs and the like. Ramsey Electronics, Inc., reserves the 
right to refuse repair on ANY item in which we find excessive problems or damage due to 
construction methods. To assist customers in such situations, Ramsey Electronics, Inc., reserves 
the right to solve their needs on a case-by-case basis. 


The repair is $36.00 per hour, regardless of the cost of the kit. Please understand that our technicians are not 
volunteers and that set-up, testing, diagnosis, repair and repacking and paperwork can take nearly an hour of 
paid employee time on even a simple kit. Of course, if we find that a part was defective in manufacture, there 
will be no charge to repair your kit (But please realize that our technicians know the difference between a 
defective part and parts burned out or damaged through improper use or assembly). 


4. REFUNDS: You are given ten (10) days to examine our products. If you are not satisfied, you may return 
your unassembled kit with all the parts and instructions and proof of purchase to the factory for a full refund. 
The return package should be packed securely. Insurance is recommended. Please do not cause needless 
delays, read all information carefully. 
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